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The P03 beamline, also called the microfocus and nanofocus X-ray scattering 
(MiNaXS) beamline, exploits the excellent photon beam properties of the low- 
emittance source PETRA III to provide a microfocused/nanofocused beam with 
ultra-high intensity for time-resolved X-ray scattering experiments. The 
beamline has been designed to perform X-ray scattering in both transmission 
and reflection geometries. The microfocus endstation started user operation in 
May 2011. An overview of the beamline status and of some representative 
results highlighting the performance of the microfocus endstation at MiNaXS 
are given. 
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1. Introduction 

The new third-generation 6 GeV synchrotron facility PETRA III 
(Franz et al, 2006) operates in a top-up injection mode at a positron 
beam current of 100 mA. Among the 14 new beamlines, the P03 
beamline, also called the microfocus and nanofocus X-ray scattering 
(MiNaXS) beamline, was designed to satisfy the needs of a large 
variety of X-ray scattering experiments (Riekel, 2000; Miiller- 
Buschbaum et al, 2007; Sasaki et al., 2007). The MiNaXS beamline 
has been optimized for performing small-, ultra-small- and wide- 
angle X-ray scattering in both transmission and grazing-incidence 
geometries. Owing to the excellent photon beam properties of the 
low-emittance source PETRA III, the photon flux available at 
MiNaXS allows for brilliance-demanding investigations such as in situ 
time-resolved experiments (time resolution of the order of a few 
milliseconds). The beamline consists of three hutches: the optics 
hutch and two experiment hutches, also called the endstations. One is 
dedicated to microfocus X-ray scattering experiments, whereas the 
other allows for complementary investigations using a nanofocus 
beam (Krywka et al., 2010, 2012). In this article we describe the 
beamline optics and provide an overview of the instrumentation 
available in the microfocus endstation which is already in user 
operation. Finally, selected results are presented to illustrate the 
performance of the beamline. 



2. Beamline optics 

The beamline is supplied with photons from a 2 m-long U29 undu- 
lator located in a high-/? section of the PETRA III storage ring. The 
size and divergence (r.m.s. values) of the source, for high-/? sections at 
PETRA III, are 140 um x 5.6 um and 7.9 urad x 4.1 urad, respec- 
tively (Barthelmess et al., 2008). A high-/? undulator is a prerequisite 



to combining low divergence and high-flux microfocus beam. This 
choice enables high-speed in situ scattering experiments with high 
spatial resolution (see §4). 

Monochromatic beam is delivered by a large-offset fixed-exit 
monochromator located in the optics hutch. There are two main 
reasons for using a large downward-offset monochromator. First, 
there is only 5 mrad horizontal angle between the canted undulator 
beamlines P02 and P03. The compact arrangement of the two 
beamlines can be achieved by shifting one of the two beamlines in the 
vertical direction. This is done by using a so-called large-offset 
monochromator at the P03 beamline (Horbach et al., 2010). The 
second issue is the stability of the installation, especially when the 
photon beam extent is within a range of a few square micrometers. By 
having an X-ray beam at a height of 900 mm above the floor (instead 
of 1400 mm) in the endstations, we significantly reduce the ampli- 
tudes of potential (mechanical) vibrations. 

The monochromator is equipped with a pair of cryocooled silicon 
(111) crystals having a vertical offset of 490 mm downward. The 
energy can be varied from 8 to 23 keV with a resolution of AE/E ~ 
10~ 4 . A scheme of the main optic components of the beamline is 
given in Fig. 1. In addition, a pair of multilayers is under design. The 
latter option will be especially useful for nanofocus and uUSAXS 
applications owing to the higher flux provided by the pink beam 
(Tsuruta et al., 1998; Hexemer et al., 2006). In this latter configuration 
an energy resolution of AE/E ~ 0.5 x 10~ 2 is expected at the fixed 
energies of 10 keV and 13 keV. 

A planar double mirror (reflection angle = 2.27 mrad, vertical 
offset = 10 mm downward) located in the optics hutch past the 
monochromator is used to suppress higher harmonics. Three different 
coatings are available: a Si0 2 coating for the energy range 8-12 keV, 
a molybdenum (Mo) coating for the energy range 12-18 keV, and a 
palladium (Pd) coating for the energy range 18-23 keV. The theo- 
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Figure 1 

Sketch of the MiNaXS beamline optics. FS stands for fast shutter, Abs for Absorber, CRL for compound 
refractive lens, Q-bpm for quad beam position monitor and Exp for experiment. The distance from the undulator 
source is indicated in meters. Two lasers are available at the beamline. They are used for pre-alignment of the 
monochromator and the sample, respectively. 
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Figure 2 

Calculated normalized intensity after the second mirror when using Si0 2 coating 
(red continuous line), Mo coating (green dashed line) or Pd coating (blue dotted 
line). The X-ray beam is reflected by the mirrors under a grazing incident angle of 
2.27 mrad. The gray box indicates the X-ray energy range provided by the large 
offset monochromator at P03. 
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Figure 3 

Drawing of a transfocator chamber and photograph of a transfocator at P03. The 
transfocator consists of eight blocks of Be lenses which can be moved either in or 
out of the monochromatic X-ray beam. 



retical curves in Fig. 2 show the calculated 
suppression of higher harmonics. 

At the MiNaXS beamline, beryllium 
compound refractive lenses (CRLs) are used 
for both collimation and focusing of the 
beam (Lengeler et al, 2005). Two transfo- 
cators are available at respective distances of 
76.8 m and 81.8 m from the source. They are 
situated between the optics hutch and the 
microfocus endstation (CRL1 and CRL2 in 
Fig. 1). This allows beam size and divergence 
to be optimized according to the experiment. 

Each transfocator consists of eight blocks 
of CRLs which can be moved in/out inde- 
pendently of the X-ray beam path. Each lens 
has an apex curvature radius of 200 um and 
the entire optical system results in an 
acceptance of 500 um in beam diameter. 
Currently, a total of 25 CRLs (CRL1) and 56 
CRLs (CRL2) provides a flexible system to meet various experiment 
needs. Each transfocator is mounted on a hexapod (M-824, PI, 
Germany) that can be translated along an axis parallel to the X-ray 
beam as shown in Fig. 3. The number of CRLs in the beam as well as 
the position of the transfocator can be adjusted such that the focus 
coincides with the sample or detector position for a given X-ray 
energy. For instance, at an energy of 12.8 ± 0.1 keV, a beam size (H x 
V) of 23 (±1) um x 13 (±1) um can be achieved at the sample 
position by using 16 CRLs of the second transfocator (N 2 = 16) and a 
lens-to-sample distance D LS of 3.25 m (see also Fig. 4). The measured 
beam size is in good agreement with the beam size obtained by ray- 
tracing simulations of the full beamline using the software package 
SHADOW (Welnak et al, 1994). The previously described optical 
configuration (microfocus beam) provides a photon flux of 5 (±1) x 
10 11 photons s -1 at the sample position. The absolute photon flux was 
measured using a calibrated polyethylene (LUPOLEN) standard 
(Endres et al., 1997) at an energy of 12.8 ± 0.1 keVand using the third 
harmonic of the undulator source. All numbers are given for the 
PETRA III storage ring operating at 100 mA. 

Four slit systems are available at the beamline. The first two slit 
systems are located between the undulator and the monochromator 
selecting the relevant beam area originating from the undulator 
source and thus reducing the heat load on the first crystal of the 
monochromator. The third slit system is located before the CRLs for 
optimizing the monochromatic X-ray beam size according to the lens 
acceptance. The fourth slit system, also called the guard slit system, is 
mounted close ahead of the sample blocking parasitic scattering. The 
third and fourth slit systems consist of four tantalum blades each 
being individually driven by piezo motors. The space in between the 
two transfocators is planned to house an additional slit system that 
can be used as a secondary source after focusing using CRL1. 

Two SESO X-ray beam monitors (Societe Europeenne de 
Systemes Optiques, France) can be used to optimize the alignment of 
the CRLs and of the slits: a low-resolution SESO monitor with a pixel 
size of 7.4 um x 7.4 um and a field of view of 5.8 mm x 4.9 mm, and a 
high-resolution SESO monitor with a pixel size of 0.7 um x 0.7 um 
and a field of view of 0.6 mm x 0.5 mm. 1 

Pre-alignment of the monochromator and of the sample can be 
performed using diode lasers (51nanoFCM, Schafter and Kirchhoff 
GmbH; see Fig. 1). By this, a preliminary sample adjustment can 



1 SESO X Ray Beam Monitor, http://www.seso.eom/pub/X Ray Beam 
Monitor.pdf (last access: 16 December 2011). 
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Figure 4 

Beam size as a function of the lens-to-sample distance Z) LS (N = 16 CRLs): 
horizontal FWHM (red squares), vertical FWHM (green circles). The error bars are 
shown below the symbol size. A parabolic approximation of the data is indicated by 
the lines. It can be used to determine the optimal focus position in the vertical 
(green dashed line) and horizontal (red solid line) directions. 

easily be made with an accuracy of the order of 1 mm. More accurate 
sample alignment is performed in a second step using the X-ray beam 
and a diode beamstop or a two-dimensional detector. This procedure 
allows an accuracy in sample alignment down to about 1 um to be 
achieved. Different combinations of absorbers (Absl and Abs2 in 
Fig. 1) can be used to prevent sample damage. A large set of 
aluminium (0.1 to 1 mm) and silver (0.0125 to 1.5 mm) foils are 
available to reduce the beam intensity at the sample position. 

Finally, two quad beam position monitors (Q-bpm, connected to 
1404 digital electrometer; FMB Oxford, UK) are used for permanent 
monitoring of the beam position and intensity. They are located in the 
optics hutch past the monochromator and in the microfocus endsta- 
tion behind the absorbers, respectively. 



3. Microfocus endstation 

Several sample environments are available at the beamline. To name 
just a few, a droplet deposition apparatus, a microfluidic cell adapted 
for GISAXS (grazing-incidence small-angle X-ray scattering) inves- 
tigation (Moulin et al., 2008; Metwalli et al, 2009), a sputter deposi- 
tion chamber and an imaging ellipsometer (Korstgens et al, 2010; 
Roth et al, 2011). Sample environments provided by the users can be 
implemented either on a hexapod (M-824, PI, Germany) or on a 
HUBER goniometer. Whereas the hexapod allows mountings up to a 
weight of 10 kg, the goniometer is foreseen for heavier loads up to 
180 kg. 

An optical microscope (Keyence) equipped with a long-working- 
distance objective (VH-Z50L) in combination with a CCD camera 
allows for remote-controlled live imaging (up to 90 frames s -1 ) of the 
sample at the micrometer scale while performing an experiment [see 
(a) in Fig. 5]. The system enables high-magnification (50 x to 500 x 
optical zoom) observation while maintaining a long working distance 
of 85 mm. The objective is mounted on an xyz stage and can be tilted 
from —45 to 45° (0° corresponds to an observation from top). Two 
CCD cameras (Allied Vision Technologies, Germany) are available: a 
Prosilica GC650C (659 pixels x 493 pixels, full resolution frame rate 
of 90 frames s" 1 ) and a Prosilica GC1380 (1360 pixels x 1024 pixels, 
full resolution frame rate of 20.2 frames s -1 ) for high-speed and high- 
resolution optical imaging, respectively. 

An evacuated flight tube (sealed by kapton windows) is placed 
between the sample and the detector to reduce additional signal due 
to air scattering. The sample-to-detector distance (£> S d) can be easily 



Detector 
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Figure 5 

Illustration of the microfocus endstation at MiNaXS: standard sample environ- 
ment. The adaptive flight tube, detector device, optical microscope (a), and Pilatus 
300k detector (b) are indicated. 




Figure 6 

Drawing of the in-vacuum beamstop device. Zoom-in: drawing of a 5 mm-diameter 
diode beamstop. 

changed owing to the adaptive flight tube device and the moving 
detector table (see Fig. 5). Changing of the flight tube length is 
carried out in a few minutes without breaking vacuum. Presently, 
sample-to-detector distances D SD from 60 cm to 5 m are possible. 
This allows 20 acceptance angles ranging from 0.8 to >6° to be 
typically achieved. Longer sample-to-detector distances up to 10 m 
are foreseen for uUSAXS and uGIUSAXS measurements. An in- 
vacuum beamstop device was recently implemented. It allows for the 
use of two modular in-vacuum beamstops, being equipped with a 
diode for normalization of the X-ray scattering data. An illustration is 
shown in Fig. 6. 

Currently, three detectors are available at the MiNaXS beamline. 
A CCD detector Quad-RO 4096 2 can be used for high-spatial-reso- 
lution measurements (pixel size = 15 um x 15 um). A single-photon- 
counting detector, Pilatus 300k from DECTRIS (Switzerland) 3 , 



2 Roper Scientific Germany Quad-RO 4096 four-port readout X-ray camera, 
http://www.roperscientific.de/QuadRo.html (last access: 16 December 2011). 

3 DECTRIS PILATUS 300k, http://www.dectris.com/pilatus-300k.html (last 
access: 16 December 2011). 
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allows for fast measurements with readout times down to 3 ms (pixel 
size = 172 um x 172 um). A silicon drift X-ray detector spectrometer, 
fluorescence Vortex detector from SII Nanotechnology 4 , was recently 
implemented for simultaneous X-ray scattering and X-ray fluores- 
cence measurements (50 mm 2 active area). Additional detectors can 
be borrowed from the DESY detector loan pool 5 and installed at the 
beamline, for instance a Pilatus 1M detector. 

A video camera server (CCTV with up to 16 cameras, currently 7) 
allows for live monitoring of the experiment area and more parti- 
cularly of the sample environment. This is very useful in the case of 
complex sample environments. 

To ease the processing of the collected data, the first version of an 
online data analysis software is available at the beamline. It is 
currently under development in close collaboration with the user 
community. It enables preliminary online analysis of large data sets 
resulting from, for example, high-throughput X-ray scattering 
experiments using area detectors. The details, including the code, are 
currently being prepared for publication. 




Figure 7 

(a) Two-dimensional |iSAXS data of a polyethylene (LUPOLEN) calibration 
sample, (b) Azimuthal integrated intensity. The vertical arrows highlight the 
positions of the first-order and second-order maxima of the LUPOLEN calibration 
sample. The SAXS resolution is imposed by the beamstop size as indicated by the 
star (*) a.tq = 0.05 ± 0.01 nm" 1 . 



4. Highlights 

The MiNaXS beamline enables novel (GI)SAXS and (GI)WAXS 
investigations in many areas of research, such as polymer science, 
hybrid nanocomposite nanotechnology, microfluidics or thin-film 
physics. The MiNaXS beamline is optimized to deliver a micro- 
focused X-ray beam with a low divergence and a high photon flux at 
the sample position to allow for kinetic investigations in confined 
geometry with high time resolution. 

For instance, in the rapidly growing research field of microfluidics, 
characterization tools compatible with the miniaturization of the 
devices are required. Practically, the X-ray beam size has to be 
optimized to allow for scanning inside flow channels, which are 
typically of the order of some 10 to 100 um (Otten et al, 2005; Barett 
et al, 2006; Rondeau & Cooper- White, 2008). For high-resolution 
SAXS, it is not only important to have a small beam size but also 
determining to have a small beam divergence (Riekel et al, 2000; 
Muller-Buschbaum, 2003). Indeed, in the last few years, a new 
demand for a probe that is capable of characterizing the morphology 
of the sample on both the nanometer and the micrometer scale has 
been arising, in particular in the research field of nanocomposites (Li 
et al, 2011). For a given sample-to-detector distance and a given 
X-ray energy the SAXS resolution is limited to a maximum resol- 
vable length scale defined by the X-ray beam divergence and the 
geometrical limits of the transmission set-up imposed by the beam- 
stop size and the detector pixel size. The lower the beam divergence, 
the larger the maximum resolvable length scale. At the MiNaXS 
beamline the resolution in transmission geometry is imposed by the 
beamstop size, as shown in Fig. 7. For instance, at a photon energy 
of 13 keV and a sample-to-detector distance of 4.8 m the SAXS 
resolution is currently about 130 nm, whereas, in grazing-incidence 
geometry, structures up to 1 um can be resolved (see Fig. 8c). 
Actually, in this latter configuration, the resolution is only limited by 
the beam divergence. Finally, high photon flux at the sample position 
is crucial for performing time-resolved investigations of dynamic 
processes such as chemical or biochemical reactions (Martel et al, 
2008), nanoparticle assembly processes (Yang et al, 2009), growth 

4 SII Vortex-EM, http://www.siintusa.com/details.php?products_id=4 (last 
access: 16 December 2011). 

5 DESY Detector Loan Pool, http://hasylab.desy.de/instrumentation/detectors/ 
detector loan_pool/ (last access: 16 December 2011). 



kinetics (Renaud et al, 2003) and transport phenomena (Bauer et al, 
2006; Kim et al, 2007). 

Out of the wide variety of experiments already performed at the 
beamline, we chose two examples to demonstrate the performance of 
the beamline. The first example highlights the potential capabilities of 
the beamline in terms of time-resolved investigation of kinetic 
processes. In the second example we used the unique combination of 
imaging ellipsometry and uGISAXS to investigate droplet solution 
casting of gold nanoparticles on a polymer template. 

In both cases we used a microfocus photon beam of 35 um x 22 um 
(H x V) at the sample position. The microfocus beam was obtained 
by using 12 CRLs of the second transfocator (see Fig. 1). The focusing 
of the beam onto the sample position results in high real-space 
resolution at the position of the sample and thus allows for the 
investigation of local structures. In addition, the possibility of 
combining microfocus beam GISAXS (uGISAXS) (Muller-Busch- 
baum et al, 2007) with scanning of the sample with respect to the 
X-ray beam is of particular interest especially in the case of a non- 
homogeneous specimen. In this context we give as an example the 
case of droplet solution casting where structural gradients can be 
observed from the center towards the rim of the droplet (see also 
Roth et al, 2010). In the sputter deposition study presented in §4.1 the 
sample size is limited by the RF-source diameter (1"). By reducing 
the beam footprint (microfocus beam) on the specimen in grazing 
incidence, we can achieve a high signal-to-noise ratio at a time 
resolution down to the millisecond regime. 



4.1. In situ and real-time GISAXS investigation during sputter 
deposition of metal on a polymer template 

The combination of high photon flux and detectors with low 
readout times offers the opportunity to investigate kinetics with 
high time resolution in the millisecond regime. This is of special 
interest in research fields dealing with the understanding of growth 
process kinetics (Renaud et al, 2003; Kaune et al, 2009; Buffet et al, 
2011) or transport phenomena (Thiele et al, 2010). Among the 
technologically relevant materials are metal-polymer nanocompo- 
sites, which allow for the combination of the mechanical (flexibility) 
or thermal properties of polymers with the electronic or magnetic 
properties of metals (Schiirmann et al, 2006; Faupel et al, 2010). In 
this field, characterization of the nanocomposite nanostructure and 
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Figure 8 

(a) Photograph of the RF sputter deposition experiment set-up at MiNaXS. (b) Detector cut / [g z (0] atq y = 0 nm -1 . The black areas correspond to the shadow of the specular 
beamstop and to the gaps in between modules of the Pilatus 300k detector. The curves are shifted for clarity. Resonant diffuse scattering stemming from the thin polymer film 
is indicated by the stars (***). (c) Out-of -plane cut I[q y (t)] at a t = a c (Au). The curves are shifted for clarity, (d) uGISAXS data recorded at the MiNaXS beamline at an X-ray 
energy of 13.0 ± 0.1 keV, an incident angle of 0.435 ± 0.005°, a sample-to-detector distance of 4823 ± 2 mm and with an exposure time of 95 ms (exposure period 100 ms). 
The arrows indicate the positions of the detector (vertical arrow) and out-of-plane cuts (horizontal arrow) shown in (b) and (c), respectively. In this configuration the 
resolution limit is imposed by the beam divergence as indicated by the vertical dashed line at q y = 0.005 ± 0.001 nm -1 in (c). 



comprehension of the nanocomposite growth kinetics are currently 
undertaken at the MiNaXS beamline with a time resolution of 
100 ms. 

Sample images illustrating the excellent signal quality obtained at 
the frame rate of 10 frames s -1 are given in Fig. 8(d). The images 
show uGISAXS data at selected points in time of the growth process 
of a gold (Au) metallic layer on top of a polymer template. The 
uGISAXS measurements were performed at an X-ray energy E = 
13.0 ± 0.1 keV and an incident angle a { = 0.43 ± 0.005° (above the 
critical angle of all materials involved: Si, PS and Au). The two- 
dimensional data were recorded using a Pilatus 300k (DECTRIS) 
detector (exposure time of 95 ms, exposure period of 100 ms). The 
sample-to-detector distance was Z) SD = 4.82 m resulting in a q y range 
from 0.008 to 1 nm" 1 . 

For the experiment, a new inhouse-developed RF-sputter deposi- 
tion chamber was implemented at the MiNaXS beamline. A photo- 
graph of the experiment set-up is shown in Fig. 8(a). Before the start 
of sputter deposition (t = 0 s), resonant diffuse scattering indicating 
correlated roughness of the homopolymer thin film template (Holy 
& Baumbach, 1994; Miiller-Buschbaum & Stamm, 1998) is observed 
within the short exposure time of 95 ms, as indicated by the stars in 
Fig. 8(b). Analysis of the scattering data highlights two phases in the 
growth process of the metallic layer. In the first phase the emergence 
of side maxima and the shift of those maxima toward lower q y values 
indicate the lateral growth of Au nanoclusters [vertical arrows in 
Fig. 8(c)]. In the second phase the increase in the number of maxima 
in the detector cut and the shift of those maxima toward smaller q z 
values is a signature of the vertical growth of a thin metallic layer 
(Fig. 8b). The two-dimensional uGISAXS data shown in Fig. 8 clearly 
demonstrate the capability to achieve remarkable signal quality at a 



short exposure time and the high potential of the MiNaXS beamline 
for experiments demanding exceptional time resolution. 

4.2. Combining imaging ellipsometry and uGISAXS 

An in situ study of metal-polymer nanocomposite formation was 
performed at the MiNaXS beamline by using the unique combination 
of imaging ellipsometry and uGISAXS. Given the high photon flux 
available at the beamline, we were able to investigate in situ the 
ordering and clustering of the metallic nanoparticles deposited on top 
of a polymer template. 

For the experiment, a custom-designed scanning probe ellipso- 
metric microscope including an imaging ellipsometer, a single- 
wavelength (532 nm) instrument from Accurion (Nanofilm Techno- 
logie GmbH), was installed at the MiNaXS beamline on the heavy- 
load goniometer stage, as shown in Fig. 9(a). A single calibration of 
the instrument is necessary to ensure that the ellipsometer laser beam 
and the X-ray beam cross each other at one known point on the 
sample surface (Korstgens et al, 2010). 

Gold (Au) nanoparticles in aqueous solution were deposited on 
top of a carboxylated polystyrene (PS) colloidal template by solution 
casting. The nominal diameters of the Au nanoparticles (Nanocs, 
USA) and of the carboxylated PS colloids (Kisker, Germany) were 
20 nm and 100 nm, respectively. The droplets had a nominal volume 
of 33 ± 8 |iL. The PS colloidal film was prepared on a base-cleaned 
silicon (Si) substrate by spin-coating. A complete description of the 
polymer template preparation is given by Roth et al. (2011). 

The uGISAXS measurements were performed at an X-ray energy 
E = 12.8 ± 0.1 keVand an incident angle a x = 0.45° (above the critical 
angle of all materials involved: Si, PS and Au). The two-dimensional 
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Figure 9 

Combined |iGISAXS and imaging ellipsometry at MiNaXS. (a) Photograph of the experiment set-up (sample environment): (*) needle, highlighted by the red line; (1) 
ellipsometer laser arm; (2) ellipsometer detector arm; (3) optical microscope; (4) diode beamstop; (5) sample stage; (6) flight tube entrance window, (b) Ellipsometer data: 
delta (A) and psi (^) as a function of time, (c) Out-of-plane cuts I[q y (t)] at a f = a c (Si) as indicated by the arrows in the two-dimensional GISAXS data shown in (d): (A) t < 
0 s, (B) t = 0 s, (C) t = 366 s, (D) t = 452 s and (E) t = 513 s. The time that a droplet of the gold nanoparticle solution was deposited onto the polymer template defines f^Os. 



data were recorded using a Pilatus 300k (DECTRIS) detector 
(typical exposure time 5 s). The sample-to-detector distance was 
Z) SD = 2.74 m resulting in a q y range from 0.02 to 2 nm" 1 for this 
experiment. 

Imaging ellipsometry data and |iGISAXS data are shown in 
Figs. 9(b)-9(d). The deposition of a droplet of the solution onto the 
polymer template defines the time t = 0 s. The time-resolved evolu- 
tion of the sample nanostructure lateral ordering can be followed 
from the out-of-plane cuts (Fig. 9c). Before deposition, t < 0 s (A), 
well pronounced intensity maxima are observed. Such maxima are 
characteristic of the PS colloidal template. With the droplet deposi- 
tion at time t = 0 s (B), a strong decrease in the scattering intensity 
together with a sudden drop in the ellipsometric delta (A) and psi (*I>) 
values are observed. This is due to the strong absorption of the X-ray 
beam by the droplet. For t > 0 s, while solvent evaporation induced 
changes in A and are in situ monitored by imaging ellipsometry, 
lateral rearrangement of the PS colloids and of the Au nanoparticles 
is observed in the GISAXS data with the emergence of a shoulder- 
like peak in the out-of-plane cuts (C, D, E). The build-up of the Au 
nanoparticle layer and the morphological rearrangement of the PS 
layer can be described by a model based on four distinct time regimes. 
A detailed analysis can be found by Roth et al. (2011). 



5. Summary and conclusion 

After a successful beamline commissioning phase and very promising 
friendly user experiments, the MiNaXS beamline (P03) of the 
PETRA III storage ring is now in operation. Within the last six 



months the microfocus endstation at MiNaXS has already shown to 
be a versatile instrument for X-ray scattering from soft matter to hard 
matter surfaces and thin films, but also for various scattering 
geometries such as SAXS, WAXS, GISAXS and GIWAXS. 
Exploiting the excellent photon beam properties of the low-emit- 
tance source PETRA III, a micro-focused (H x V > 23 um x 13 um) 
monochromatic X-ray beam with high intensity (> 10 11 photons s -1 ) 
can be provided in the energy range 8-23 keV. The possibility to 
change the sample-to-detector distance within a few minutes as well 
as the possibility to implement a broad range of sample environments 
such as an imaging ellipsometer or a sputter deposition chamber 
highlight the exceptional modularity of the beamline. The selected 
examples illustrate the high potential of the MiNaXS beamline in 
terms of high-flux X-ray scattering beamline for in situ and time- 
resolved investigations of kinetic phenomena involved in growth 
processes and transport phenomena. 

The authors would like to thank the DESY group FS-BT, in 
particular H. Schulte-Schrepping and J. Horbach for their contribu- 
tion in the design and commissioning of the beamline optics. The 
authors thank the DESY group FS-EC, in particular T. Kracht, 
T. Nunez and J. Blume for their great support. Many thanks also to 
K. Stassig and S. Gogolin for their technical support at the beamline 
and to T. Schubert for developing the lens transfocator. VK 
acknowledges support within the BMBF project grant number 
05K10WOA. This work was carried out at the light source PETRA 
III at DESY. DESY is a member of the Helmholtz Association 
(HGF). 



652 Adeline Buffet et a/. • Beamline P03 at the PETRA III storage ring 



/. Synchrotron Rad. (2012). 19, 647-653 



beamlines 



References 

Barrett, R., Faucon, M., Lopez, J., Cristobal, G., Destremaut, R, Dodge, A., 
Guillot, P., Laval, P., Masselon, C. & Salmon, J. B. (2006). Lab Chip, 6, 494- 
499. 

Barthelmess, M., Englisch, U., Pfliiger, J., Schops, A., Skupin, J., Tischer, M. & 
Vielitz, T. (2008). Proceedings of the Eleventh European Particle Accelerator 
Conference (EPAC'08), p. 2320. 

Bauer, E., Maurer, E., Mehaddene, T., Roth, S. V. & Muller-Buschbaum, P. 
(2006). Macromolecules, 39, 5087-5094. 

Buffet, A., Abul Kashem, M. M., Schlage, K., Couet, S., Rohlsberger, R., 
Rothkirch, A., Herzog, G., Metwalli, E., Meier, R., Kaune, G, Rawolle, M., 
Mtiller-Buschbaum, P., Gehrke, R. & Roth, S. V. (2011). Langmuir, 27, 343- 
346. 

Endres, A., Lode, U, Krosigk, G. V., Bark, M., Cunis, S., Gehrke, R. & Wilke, 

W. (1997). Rev. Sci. Instrum. 68, 4009-4013. 
Faupel, E, Zaporojtchenko, V., Strunskus, T. & Elbahri, M. (2010). Adv. Eng. 

Mater. 12, 1117-1190. 
Franz, H., Leupold, O., Rohlsberger, R., Roth, S. V., Seeck, O., Spengler, J., 

Strempfer, X, Tischer, M., Viefhaus, J., Weckert, E. & Wroblewski, T. (2006). 

Synchrotron Radiat. News, 19, 25-29. 
Hexemer, A., Bras, W., Glossinger, J., Schaibe, E., Gann, E., Kirian, R., 

MacDowell, A., Church, M., Rude, B. & Padmore, H. (2006). /. Phys. Conf. 

Ser. 247, 012007. 
Holy, V. & Baumbach, T. (1994). Phys. Rev. B, 49, 10668-10676. 
Horbach, X, Degenhardt, M., Hahn, U, Heuer, J., Peters, H. B., Schulte- 

Schrepping, H., Donat, A. & Liidecke, H. (2010). In Diamond Light Source 

Proc. l(MEDSI-6), e35. 
Kaune, G, Ruderer, M. A., Metwalli, E., Wang, W., Couet, S., Schlage, K., 

Rohlsberger, R., Roth, S. V. & Muller-Buschbaum, P. (2009). ACS Appl. 

Mater. Interfaces, 1, 353-360. 
Kim, S., Jinschek, J. R., Chen, H., Scholl, D. S. & Marand, E. (2007). Nano Lett. 

7, 2807-2811. 

Korstgens, V., Wiedersich, J., Meier, R., Perlich, J., Roth, S. V., Gehrke, R. & 

Muller-Buschbaum, P. (2010). Anal. Bioanal. Chem. 396, 139-149. 
Krywka, G, Neubauer, H., Priebe, M., Salditt, T., Keckes, J., Buffet, A., Roth, 

S. V., Doehrmann, R. & Mueller, M. (2012). /. Appl. Cryst. 45, 85-92. 
Krywka, C, Roth, S. V., Dohrmann, R., Buffet, A., Neubauer, H., Priebe, M. & 

Miiller, M. (2010). HASY LAB -DESY Annual Report, http://hasylab.desy.de 

/annual_report/files/2010/20101308.pdf. 
Lengeler, B., Schror, C. G, Kuhlmann, M., Benner, B., Giinzler, T. F, 

Kurapova, O., Zontone, F, Snigirev, A. & Snigireva, I. (2005). /. Phys. D, 38, 

A218. 



Li, R., Cornaby, S., Kamperman, M. & Smilgies, D.-M. (2011). /. Synchrotron 
Rad. 18, 697-701. 

Martel, A., Burghammer, M., Davies, R., DiCola, E., Panine, P., Salmon, J.-B. 

& Riekel, C. (2008). Biomicrofluidics, 2, 024104. 
Metwalli, E., Moulin, J. F, Perlich, J., Wang, W, Diethert, A., Roth, S. V. & 

Muller-Buschbaum, P. (2009). Langmuir, 25, 11815-11821. 
Moulin, J. F, Roth, S. V. & Muller-Buschbaum, P. (2008). Rev. Sci. Instrum. 79, 

015109. 

Muller-Buschbaum, P. (2003). Anal. Bioanal. Chem. 376, 3-10. 
Muller-Buschbaum, P., Bauer, E., Maurer, E., Roth, S. V., Gehrke, R., 

Burghammer, M. & Riekel, C. (2007). /. Appl. Cryst. 40, s341-s345. 
Muller-Buschbaum, P. & Stamm, M. (1998). Macromolecules, 31, 3686- 

3692. 

Otten, A., Koster, S., Struth, B., Snigirev, A. & Pfohl, T. (2005). /. Synchrotron 
Rad. 12, 745-750. 

Renaud, G, Lazzari, R., Revenant, G, Barbier, A., Nobelt, M., Ulrich, O., 
Leroy, F, Jupille, J., Borensztein, Y., Henri, C. R., Deville, J.-P, Scheurer, F, 
Mane-Mane, J. & Fruchart, O. (2003). Science, 300, 1935. 

Riekel, C. (2000). Rep. Prog. Phys. 63, 233. 

Riekel, C, Burghammer, M. & Miiller, M. (2000). /. Appl. Cryst. 33, 421- 
423. 

Rondeau, E. & Cooper- White, J. J. (2008). Langmuir, 24, 6937-6945. 

Roth, S. V., Herzog, G, Korstgens, V., Buffet, A., Schwartzkopf, M., Perlich, X, 

Abul Kashem, M. M., Doehrmann, R., Gehrke, R., Rothkirch, A., Stassig, 

K., Wurth, W, Benecke, G, Li, F, Fratzl, P., Rawolle, M. & Miiller- 

Buschbaum, P. (2011). /. Phys. Condens. Matter, 23, 254208. 
Roth, S. V., Rothkirch, A., Autenrieth, T., Gehrke, R., Wroblewski, T., 

Burghammer, M. C, Riekel, C, Schulz, L., Hengstler, R. & Miiller- 

Buschbaum, P. (2010). Langmuir, 26, 1496-1500. 
Sasaki, S., Masunaga, H., Tajiri, H., Inoue, K., Okuda, H., Noma, H., Honda, 

K., Takahara, A. & Takata, M. (2007). /. Appl. Cryst. 40, s642-s644. 
Schiirmann, U., Takele, H., Zaporojtchenko, V. & Faupel, F. (2006). Thin Solid 

Films, 515, 801-804. 
Thiele, X, Trebbin, M., With, S., Korstgens, V., Rawolle, M., Benecke, G, 

Herzog, G, Schwartzkopf, M., Buffet, A., Perlich, X, Muller-Buschbaum, P., 

Roth, S. V. & Forster, S. (2010). HASYLAB-DESY Annual report, http:// 

hasylab.desy.de/annual_report/files/2010/20101275.pdf. 
Tsuruta, H., Brennan, S., Rek, Z. U., Irving, T. G, Tompkins, W. H. & Hodgson, 

K. O. (1998). /. Appl. Cryst. 31, 672-682. 
Welnak, C, Chen, G. X & Cerrina, F. (1994). Nucl. Instrum. Methods Phys. Res. 

A, 347, 344-347. 

Yang, L., Wang, S., Fukuto, M., Checco, A., Niu, Z. & Wang, Q. (2009). Soft 
Matter, 5, 4951-4961. 



/. Synchrotron Rad. (2012). 19, 647-653 



Adeline Buffet et a/. • Beamline P03 at the PETRA III storage ring 653 



